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UNITE 33
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CH. 1 LIT U33
14.56m²

CHLS-3A-03-017
CH. 1 LIT U33

14.04m²

CHLS-3A-03-018
CH. 1 LIT U33

14.04m²

CHLS-3A-03-019
CH. 1 LIT U33

14.04m²

CHLS-3A-03-020
CH. 1 LIT U33

14.04m²

CHLS-3A-03-021
CH. 1 LIT U33

13.65m²

CHLS-3A-03-022
Office U33
31.85m²

CHLS-3A-03-023
CH. 1 LIT U33

14.04m²

CHLS-3A-03-024
CH. 1 LIT U33

14.04m²

CHLS-3A-03-025
CH. 1 LIT U33

14.04m²

CHLS-3A-03-026
CH. 1 LIT U33

14.04m²

CHLS-3A-03-027

SANIT.
5.72m²

CHLS-3A-03-029B

DOUCHE
4.04m²

CHLS-3A-03-029A

DOUCHE
1.88m²

CHLS-3A-03-028B

WC
1.63m²

CHLS-3A-03-028C
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Stock U33
14.34m²

CHLS-3A-03-030 LINGERIE
12.56m²

CHLS-3A-03-031

HALL
22.52m²

CHLS-3A-03-069 HALL
46.52m²

CHLS-3A-03-070
Escalier 1
32.46m²

CHLS-3A-03-E01

Vestiaires U31
2.34m²

CHLS-3A-03-034

Lingerie U31
12.59m²

CHLS-3A-03-033 CH. 1 LIT U31
12.55m²

CHLS-3A-03-035
CH. 1 LIT U31

12.55m²

CHLS-3A-03-036
CH. 1 LIT U31

12.55m²

CHLS-3A-03-037
CH. 1 LIT U31

12.55m²

CHLS-3A-03-038

Office U31
31.55m²

CHLS-3A-03-039 CH. 1 LIT U31
12.30m²

CHLS-3A-03-040
CH. 1 LIT U31

12.55m²

CHLS-3A-03-041
CH. 1 LIT U31

12.55m²

CHLS-3A-03-042
CH. 1 LIT U31

12.55m²

CHLS-3A-03-043
CH. 1 LIT U31

12.55m²

CHLS-3A-03-044
CH. 1 LIT U31

13.16m²

CHLS-3A-03-045

Escalier 3
33.04m²

CHLS-3A-03-E03

SANIT.
3.25m²

CHLS-3A-03-045B
SANIT.
3.25m²

CHLS-3A-03-044B
SANIT.
3.25m²

CHLS-3A-03-043B
SANIT.
3.25m²

CHLS-3A-03-042B
SANIT.
3.25m²

CHLS-3A-03-041B
SANIT.
3.12m²

CHLS-3A-03-040B
SANIT.
3.25m²

CHLS-3A-03-038B
SANIT.
3.25m²

CHLS-3A-03-037B
SANIT.
3.25m²

CHLS-3A-03-036B
SANIT.
3.25m²

CHLS-3A-03-035B

SANIT.
1.83m²

CHLS-3A-03-027B
SANIT.
1.83m²

CHLS-3A-03-026B
SANIT.
1.83m²

CHLS-3A-03-025B
SANIT.
1.83m²

CHLS-3A-03-024B
SANIT.
1.83m²

CHLS-3A-03-022B
SANIT.
1.83m²

CHLS-3A-03-021B
SANIT.
1.83m²

CHLS-3A-03-020B
SANIT.
1.83m²

CHLS-3A-03-019B
SANIT.
1.83m²

CHLS-3A-03-018B
SANIT.
1.93m²

CHLS-3A-03-017B

Escalier 2
33.49m²

CHLS-3A-03-E02

Circulation U33
50.93m²

CHLS-3A-03-016

Bureau U33
17.24m²

CHLS-3A-03-015A CH. 2 LITS U33
17.60m²

CHLS-3A-03-014
CH. 2 LITS U33

17.57m²

CHLS-3A-03-013
Soins U33
40.67m²

CHLS-3A-03-012
Pansements U33

19.43m²

CHLS-3A-03-011

SANIT.
3.20m²

CHLS-3A-03-015B
SANIT.
2.40m²

CHLS-3A-03-014B
SANIT.
2.40m²

CHLS-3A-03-013B

Utilité U33
19.45m²

CHLS-3A-03-010
BUREAU
17.60m²

CHLS-3A-03-009A

SANIT.
2.40m²

CHLS-3A-03-009B

CH. 1 LIT U33 Pmr
16.23m²

CHLS-3A-03-008

SANIT.
3.95m²

CHLS-3A-03-008B SANIT.
2.40m²

CHLS-3A-03-007B

CH. 2 LITS U33
17.60m²

CHLS-3A-03-007

CH. 2 LITS U33
17.60m²

CHLS-3A-03-006

SANIT.
2.40m²

CHLS-3A-03-006B
SANIT.
2.40m²

CHLS-3A-03-005B

CH. 2 LITS U33
17.60m²

CHLS-3A-03-005
CH. 2 LITS U33

17.60m²

CHLS-3A-03-004

SANIT.
2.40m²

CHLS-3A-03-004B

CIRCULATION
77.43m²

CHLS-3A-03-001

Bureau U33
18.10m²

CHLS-3A-03-003A

SANIT.
2.57m²

CHLS-3A-03-003B

SANIT.
2.53m²

CHLS-3A-03-002B

Attente U33
18.25m²

CHLS-3A-03-002A
SECRETARIAT

14.58m²

CHLS-3A-03-067

SANIT.
2.43m²

CHLS-3A-03-067B

BUREAU ANESTH.
17.37m²

CHLS-3A-03-066
BUREAU ANESTH.

17.09m²

CHLS-3A-03-065

SURVEILLANTE
14.46m²

CHLS-3A-03-064

SANIT.
2.39m²

CHLS-3A-03-064B

STOCK
S=7m²

CHLS-3A-03-063

DOUCHE
1.95m²

CHLS-3A-03-062C

WC
1.83m²

CHLS-3A-03-062B

WC
1.67m²

CHLS-3A-03-062A
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ll 

sa
ni
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ATTENTE
18.25m²

CHLS-3A-03-061

SANIT.
2.55m²

CHLS-3A-03-061B
SANIT.
2.40m²

CHLS-3A-03-060B
SANIT.
2.40m²

CHLS-3A-03-059B

Bureau assistant U31
18.36m²

CHLS-3A-03-060
CH. 2 LITS U31

17.60m²

CHLS-3A-03-059
CH. 2 LITS U31

17.60m²

CHLS-3A-03-058
CH. 2 LITS U31

17.60m²

CHLS-3A-03-057 CH. 2 LITS U31
17.60m²

CHLS-3A-03-056
Bureau surveillante U31

17.59m²

CHLS-3A-03-055
STOCK

17.50m²

CHLS-3A-03-054

MENAGE
11.10m²

CHLS-3A-03-052A

Utilité U31
8.10m²

CHLS-3A-03-052

Pansements U31
19.39m²

CHLS-3A-03-051 Soins U31
40.79m²

CHLS-3A-03-050

CH. 2 LITS U31
17.60m²

CHLS-3A-03-049
CH. 2 LITS U31

17.60m²

CHLS-3A-03-048 CH. 2 LITS U31
18.06m²

CHLS-3A-03-047

SANIT.
2.40m²

CHLS-3A-03-047B
SANIT.
2.41m²

CHLS-3A-03-048B
SANIT.
2.40m²

CHLS-3A-03-049B
DOUCHE
2.41m²

CHLS-3A-03-053
SANIT.
2.40m²

CHLS-3A-03-055A
SANIT.
2.41m²

CHLS-3A-03-056B
SANIT.
2.40m²

CHLS-3A-03-057B

CIRCULATION
90.57m²

CHLS-3A-03-032

SANIT.
2.40m²

CHLS-3A-03-058B

HALL D'ETAGE
51.19m²

CHLS-3A-03-068

SECRETARIAT
18.68m²

CHLS-3A-03-071

SANIT.
6.05m²

CHLS-3A-03-076

CHEF DE SERVICE ADJOINT
26.60m²

CHLS-3A-03-077

SANIT.
6.79m²

CHLS-3A-03-078

SECRETARIAT
21.96m²

CHLS-3A-03-073

BUREAU
22.30m²

CHLS-3A-03-074

MATERIEL
7.23m²

CHLS-3A-03-072

MATERIEL
9.10m²

CHLS-3A-03-075

BUREAU
19.24m²

CHLS-3A-03-080 RESERVE 1
16.65m²

CHLS-3A-03-079

CIRCULATION
43.10m²

CHLS-3A-03-082
CIRCULATION

50.24m²

CHLS-3A-03-084

RESERVE 2
16.98m²

CHLS-3A-03-083
SECRETARIAT

21.09m²

CHLS-3A-03-085

SALLE DE COURS
65.26m²

CHLS-3A-03-081
ARCHIVES
18.80m²

CHLS-3A-03-087

SECRETARIAT
31.26m²

CHLS-3A-03-086

SANIT.
3.67m²

CHLS-3A-03-085B

ARCHIVES
15.18m²

CHLS-3A-03-088 SANIT.
3.18m²

CHLS-3A-03-089

SANIT.
4.29m²

CHLS-3A-03-090B

CHEF DE SERVICE
36.64m²

CHLS-3A-03-090

VESTIAIRES
7.89m²

CHLS-3A-03-094AVi
do

ir
1.
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²
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Escalier 4
24.54m²

CHLS-3A-03-E04
HALL

47.43m²

CHLS-3A-03-093

HALL
7.56m²

CHLS-3A-03-095

VESTIAIRE
22.62m²

CHLS-3A-03-092
LOCAL TECHN

6.04m²

CHLS-3A-03-091B

RGT
2.78m²

CHLS-3A-03-091C

Sas
1.18m²

CHLS-3A-03-091A

SALLE DE DETENTE
18.81m²

CHLS-3A-03-099
MATERIEL

7.06m²

CHLS-3A-03-097
salle d'opération 5 ACHA

27.91m²

CHLS-3A-03-096

PREPARATION CHIRURGIENS
13.84m²

CHLS-3A-03-100CIRCULATION
96.37m²

CHLS-3A-03-101
SANIT.
6.16m²

CHLS-3A-03-102
LOCAL MENAGE

11.81m²

CHLS-3A-03-103

RGT ANESTH.
15.86m²

CHLS-3A-03-104

salle d'opération 11 générale
49.32m²

CHLS-3A-03-105

STOCK HOSPIMAG
15.20m²

CHLS-3A-03-106

STERILISATION COTE PROPRE
15.25m²

CHLS-3A-03-107

SALLE DE REVEIL
50.35m²

CHLS-3A-03-108

ATTENTE
24.44m²

CHLS-3A-03-111
salle d'opération 3 ACHA

26.94m²

CHLS-3A-03-112

STERILISATION
24.56m²

CHLS-3A-03-113

LOCAL TECHNIQUE CLIM
16.21m²

CHLS-3A-03-109

Sas
8.13m²

CHLS-3A-03-114A

LOCAL TECHNIQUE
44.14m²

CHLS-3A-03-114B
Escalier 5
14.56m²

CHLS-3A-03-E05

Local technique CTA
804.60m²

CHLS-3A-03-114C

LOCAL ELECTRICITE
25.71m²

CHLS-3A-03-115

Escalier 7
36.05m²

CHLS-3A-03-E07
Escalier 6
36.07m²

CHLS-3A-03-E06

Circulation U31
51.37m²

CHLS-3A-03-046
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